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Introduction:Autoradiography is an established technique for high-resolution imaging of radiolabelledmolecules
in biological tissue slices. Unfortunately, creating a 3D image from a set of these 2D images is extremely time-
consuming and error-prone. MicroSPECT systems provide such 3D images but have a low resolution. Here we
present EXIRAD-3D, a fast automated method as an alternative for 3D autoradiography from coupes based on
ultra-high resolution microSPECT technology.
Methods: EXIRAD-3D uses a very small bore focusing multi-pinhole collimator mounted in a SPECT systemwith
stationary detectors (U-SPECT/CT, MILabs B.V. The Netherlands) using a sample holder with integrated tissue
cooling to avoid activity leaking or tissue deformation during the scan. The system performancewas experimen-
tally evaluated using various phantoms and tissue samples of animals in vivo injectedwith technetium-99m and
iodine-123.

Results: The reconstructed spatial resolution obtained with a Derenzo hot rod phantom was 120 μm (or 1.7 nl).
The voxel values of a syringe phantom image appear to be uniform and scale linearly with activity. Uptake in
tiny details of the mouse knee joint, thyroid, and kidney could be clearly visualized.
Conclusion: EXIRAD-3Dopens up the possibility for fast and quantitative 3D imaging of radiolabelledmolecules at
a resolution far better than in vivo microSPECT and saves tremendous amounts of work compared to obtaining
3D data from a set of 2D autoradiographs.
Advances in knowledge and implications for patient care: EXIRAD-3D offers superior image resolution over
microSPECT, and it can be a very efficient alternative for autoradiography in pharmaceutical and biological
studies.

© 2020 Elsevier Inc. All rights reserved.
Data availability

The datasets generated during and/or analyzed during the current
study are available from the corresponding author on reasonable
request.
1. Introduction

Imaging of radiolabeled molecules in biological samples is key in
pharmaceutical and biological research, e.g. to locally quantify drug dis-
tributions, to study metabolic pathways, or to localize enzymes and
nucleic acids in cells. For resolutions below that of what can be achieved
by in vivo PET and SPECT, these applications mainly rely on 2D autora-
diography. Since its debut in the 1950s, autoradiography has gone
through an extensive development process but is generally still based
, the Netherlands.
.

on the initial technique of tissue slicing [1,2]. Recent progress and cur-
rent practice of autoradiography can be inferred from several review ar-
ticles [3,4].

Traditional autoradiography has several limitations to be consid-
ered. It requires complex sample preparation andmanipulationwith so-
phisticated equipment and dedicated image analysis software. First, the
tissue sample needs to be cryo-cooled, and sliced into thin sections
using a cryo-microtome. Each section is then meticulously positioned
on a phosphor imaging plate or a thin film pre-coated with a photo-
graphic emulsion, carefully tagged, and systematically arranged in
light-tight and radioactivity-shielded boxes for imagingwhich typically
lasts for days or sometimes evenweeks [3]. The obtained 2D images can
then be co-registered to form a 3D volume representing the radioactiv-
ity distributionwithin the sample – a process involving intensity correc-
tion, slice deformation and alignment by means of e.g. a principal-axes
method, cross-correlation computation, and shape analysis [5–7]. The
whole procedure is time-consuming and error-prone and potentially
causes distortion and other artifacts in the obtained image volume,
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e.g. due to tears in the slices. Besides, since variability in the thickness of
tissue sections and in the thickness of the detection media is often un-
avoidable, and because in common practice not all sections can be col-
lected due to time limitations, labor and laboratory resources, 3D
imaging with traditional autoradiography is still limited. Additionally,
due to the long processing time, traditional autoradiography often uti-
lizes long-lived isotopes (e.g. tritium (3H), carbon-14 (14C),
phosphorus-32 (32P), sulphur-35 (35S), and iodine-125 (125I)) but is
less suitable for relatively short-lived isotopes (e.g. iodine-123 (123I),
technetium-99 m (99mTc), thallium-201 (201Tl), and indium-111
(111In)). It is of interest to investigate if another imaging modality can
-at least for a subset of the applications- address these shortcomings
and at the same time, also produce high-resolution images.

Alternative techniques have been developed to produce autoradio-
graphs. Beta and Micro-Imagers (commercialized by Biospace Lab,
Paris, France), utilizing a parallel plate avalanche chamber or scintillator
sheet together with an image intensifier tube and charge-coupled-de-
vice (CCD) camera [8], are capable of fast multi-tracer quantitative im-
aging of radioactivity in tissues at high resolution. CCD technology has
also been employed by other groups, either by directly converting par-
ticle energy into electric charge or by using scintillators [9–13]. These
instruments have the drawback that only relatively few sections can
be analyzed at the same time, and they do not directly produce 3D im-
ages. Aside from CCDs, various other detector types have been studied
and realized as alternatives for traditional autoradiographic films and
phosphor imaging plates, such as direct gaseous counters (BeaQuant,
AI4R, Nantes, France), pixel array detectors [14–16], complementary
metal-oxide-semiconductors [17,18], DEPFETs [19], silicon strip detec-
tors [20], microchannel plates [21,22], and position-sensitive avalanche
photodiodes [23]. In general, the systems with these detector types are
not ready for fully 3D imaging either.

SPECT systems can produce 3D images of many radionuclides. How-
ever highest spatial resolution achieved with an in vivo preclinical pin-
hole SPECTmodality inmice is now0.25mm(or 15.6 nl) [24], and about
0.7mm in rats. It is extremely hard to push the resolution further due to
the animal size which limits the pinhole magnification factor.

Since in ex vivo scans of biological tissue, the scanned object is
smaller than in in vivo scanning, SPECTmay reach amuch better resolu-
tion: the pinholes' centers can be placedmuch closer to the object to in-
crease both sensitivity and pinhole magnification. At the same time, if
the tissue sample is frozen and a relatively long-lived isotope is used,
a scan longer than typical in vivo SPECT scan times can be performed
to acquire many counts. These characteristics together translate into a
better image resolution as shown by [25] and [26]. This is the reason
to investigate if ex vivo pinhole SPECT can operate in a resolutions
range acceptable to replace at least some autoradiography applications.

For the reasons mentioned above, we developed an option for a
SPECT system to enable fast automated 3D autoradiography. This was
Fig. 1. (a) The focusingmulti-knife-edge-pinhole collimator surrounded by the shielding tubew
containing dry ice.
enabled by the development of a special narrowbore pinhole collimator
combined with a cryo-cooled sample holder to keep the tissue frozen
during scanning. Image reconstruction algorithms [27] and relative per-
formance with different pinhole collimator materials [28] have been
studied for this system using simulations. This paper presents the de-
scription and experimental performance characterization of the
EXIRAD-3D technology using various phantom scans and mouse knee
joint, thyroid, and kidney scans.

2. Materials and methods

2.1. System and collimator description

The EXIRAD-3D option uses a specially designed focusing multi-
pinhole collimator which can be mounted on a U-SPECT/CT or a VEC-
Tor/CT imaging system (e.g. [29,30], MILabs B.V., The Netherlands).
The system used in the present paper is equipped with three large-
field-of-view gamma-cameras with 9.5 mm thick continuous NaI(Tl)
crystals, each read out by 55 photomultiplier tubes. These gamma cam-
eras attain a 3.5 mm intrinsic spatial resolution and 10% energy resolu-
tion at an energy of 140 keV. The cylindrical EXIRAD collimator contains
87 roundpinholes (pinhole diameter 0.15mm)with an inner collimator
diameter of 21 mm. It is surrounded by a lead shielding tube with
trapezium-shaped holes to prevent overlapping between pinhole pro-
jections on the detector (Fig. 1a). All pinhole axes converge at a single
point in the collimator's center and together observe a field of view
(FOV) with an hourglass shape with a diameter of 21 mm and a length
of 13mm. Note that the FOV can easily be extended several times longi-
tudinally by stepping the object through the collimator with the scan-
ning focus method [31] in which all projection data of the different
object's positions are used simultaneously in image reconstruction.

Next to the new collimator, a specialized aluminum sample holder
equipped with a cryo-cooling unit (Fig. 1b) was introduced to this sys-
tem to keep tissue frozen in order to avoid activity leaking or tissue de-
formation during the scan. The cooling unit has a refillable chamber
containing dry ice that maintains cryogenic temperature at the sample.
Additionally, the robotic arm attached to the sample holder was im-
proved for precise tissue placement inside the scanner during the scan
and for accurate point source measurements for system calibration to
guarantee the micro-scale image resolution.

2.2. Image reconstruction and processing

Calibration of EXIRAD-3D was done using a set of 435 99mTc point
source measurements, from which a full system matrix was generated
using a model-based interpolation method [32] which is commonly
used to generate system matrices for all SPECT collimators used on the
U-SPECT/CT systems. For these measurements, a tiny point source is
ith trapezium-shaped holes. (b) The cylindrical sample holder equippedwith a cooling unit
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desirable (ideally a point); however, it is challenging to contain a large
amount of radioactivity in a small volume. For the high-resolution
EXIRAD-3D, we fabricated a 100-μm-diameter spherical point source,
and were able to condense a 80 MBq activity of 99mTc in this source.

List-mode projection data were acquired for all scanswith a± 12.5%
photopeak window centered at either 140 keV for 99mTc or 159 keV for
123I. A similarity-regulated ordered-subset expectation maximization
algorithm [33] with a maximum of 128 subsets was used for image re-
construction, except for the mouse knee joint scan where a pixel-
based ordered-subset expectation maximization algorithm [34] with
four subsets was used. Images were reconstructed on a 0.05 mm voxel
grid using 20 iterations. Scatter and background radiation were
corrected for using a triple-energy window method [35]. To this end,
two side windows having a width of 20% of the photopeak window's
width were placed adjacent to the photopeak. Gaussian and/or median
post-filtering was applied to the reconstructed images with the filter
size optimized manually for each scan (indicated below). The images
in the Results section were displayed with a slice thickness of 0.2 mm
except for the mouse knee joint scan where the slice thickness was
0.05 mm.

2.3. Experiments

The performance of EXIRAD-3D was characterized by scanning a
Derenzo phantom to measure the system's resolution, a syringe phan-
tom to show the system's uniformity and linearity, and several mouse
tissues to illustrate which anatomical detail can be seen. The mouse ex-
periments were performed with C57BL/6 mice under protocols ap-
proved by the Animal Research Committee at UMC Utrecht and in
accordance with the Dutch Law on Animal Experimentation. The dis-
sected tissue was snap-frozen in liquid nitrogen (except for the mouse
knee joint) and subsequently placed inside the aluminum holder filled
with Tissue-Tek OCT compound (Sakura Finetek Europe, cat. no. 4583)
and attached to the cooler to keep the tissue frozen for the whole scan
duration. Activity levels prior to the scans were measured using a dose
calibrator (VDC-304, Veenstra Instruments, the Netherlands).

2.3.1. Phantom studies
System sensitivitywasmeasuredwith a 99mTc point source placed at

the collimator's center to calculate the ratio of the count rate (cps)
within the acquisition window and the point source's activity (MBq).

System resolution was evaluated by scanning a Derenzo phantom
having hot rods arranged in six sectors with rod diameters of 0.17,
0.16, 0.15, 0.14, 0.13, and 0.12mmand a length of 1.5mm. In each sector
of this phantom, the distance between the centers of two adjacent rods
is twice the rods' diameter. The resolution was defined as the diameter
of the smallest rods that can be visually distinguished in the recon-
structed image. The Derenzo phantom was filled with 4.06 MBq
99mTc-pertechnetate and scanned for 3 h. Images were reconstructed
Fig. 2.Derenzo phantomscanwith 4.06MBq 99mTc-pertechnetate at the start and a scan time of
the same scan time but with 100% and 20% of the initial activity. The rod diameters are provid
with 100% and 20% of the counts from the list-mode data to emulate
the image resolution with the same scan time but with 100% and 20%
of the initial radioactivity, respectively. A post-reconstruction 3DGauss-
ian filter having the full-width-at-half-maximum (FWHM) of 0.12 mm
and 0.14 mm was applied on the 100%- and 20%-activity images,
respectively.

The uniformity of the reconstructed images was assessed with a cy-
lindrical phantom (inner diameter 8.5 mm, inner length 9.5 mm) filled
with 38.6 MBq 99mTc-pertechnetate and scanned for 3 h. Images were
reconstructed with 100%, 50%, and 20% of counts from the list-mode
data to emulate the image uniformity with the same scan time but
with 100%, 50%, and 20% of the initial radioactivity, respectively. A
post-reconstruction 3D Gaussian filter having the FWHM of 0.6 mm
was applied. To calculate the uniformity, nine regions of interest
(ROIs), each formed by a circular disk with 3-mm radius and 0.3-mm
thickness, were evenly placed on the image at 0.45-mm intervals. The
uniformity was calculated as the ratio of the standard deviation be-
tween the ROIs' means to the average values from the ROIs, and repre-
sented as percentage.

Relative quantification was investigated with the same uniform
phantom to see if the reconstructed image intensity changes linearly
with activity.

2.3.2. Mouse knee joint scan
A mouse was anaesthetized with isoflurane and injected intrave-

nously via the tail vein with 550 MBq technetium-99m methylene
diphosphonate ([99mTc]MDP). Five hours post-injection, the mouse
was euthanized and one of its limbs was excised and measured to con-
tain 6 MBq activity at the start of the scan. The acquisition lasted for 7 h
with 60-min time frames, focusing on the knee joint. The reconstructed
SPECT image was post-filtered with a 0.1-mm-FWHM3DGaussian ker-
nel. The knee joint was subsequently scanned in the CT module with a
4 μm resolution setting.

2.3.3. Mouse thyroid scan
A second mouse was anaesthetized with isoflurane and injected in-

travenously via the tail vein with 10.25 MBq [123I]NaI. Four hours post-
injection, themousewas euthanized and a tissue volume containing the
thyroid and a part of the trachea was excised and frozen as described
above. The tissue was scanned for 11 h with 15 min time frames. A
0.15-mm-FWHM 3D Gaussian filter followed by a 3x3x3 median filter
was applied to the reconstructed image.

2.3.4. Mouse kidney scan
A third mouse was injected intravenously via the tail vein with

75 MBq technetium-99m dimercaptosuccinic acid ([99mTc]DMSA).
Three hours post-injection, the mouse was euthanized and one of its
kidneys was excised and frozen as described above. The kidney was
3 h. The imageswere reconstructedwith 100% and 20% of the counts to emulate scanswith
ed in mm. Slice thickness was 0.2 mm.



Fig. 3.Uniformphantomscanwith 38.6MBq 99mTc-pertechnetate at the start and a scan time of 3 h. The imageswere reconstructedwith 100%, 50%, and 20% of the counts to emulate scans
with the same scan time butwith 100%, 50%, and 20% of the initial activity. For each reconstructed image, two perpendicular sliceswith a thickness of 0.2mmare shownwith gray scales in
whichwhite represents zero activity and black represents themaximumactivity. Line profiles are also drawn at the position indicatedwith yellow lines on each slice. Here, the profiles are
scaled by the same factor such that the average intensity within the phantom on the image reconstructed with 100% counts is 100.

Fig. 4. (a) EXIRAD-3D SPECT images of [99mTc]MDPdistribution in amouse knee joint fusedwith CT. (b) Only the [99mTc]MDPSPECT images. The knee jointwasmeasured to contain 6MBq
activity at the start, and the scan lasted for 7 h. Slice thickness was 0.05 mm. The arrow points at the activity distribution near the epicondylus lateralis of the knee joint. (c) Only the CT
images obtained with the CT module on the same system and with a 4 μm resolution setting.
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scanned for 11 h with 15 min time frames. A 0.28-mm-FWHM 3D
Gaussian filter was applied to the reconstructed image.

3. Results

3.1. Phantom studies

The system sensitivity for 99mTc was determined to be 800 cps/MBq
(or 0.08%) at the collimator's center. Fig. 2 shows an image of the
Derenzo phantom reconstructed with two activity levels to test
EXIRAD's spatial resolution. All rods in this phantom are discernable
on the reconstructed images for both 100% and 20% of the activity, dem-
onstrating a spatial resolution b120 μm (or 1.7 nl). This is about a ten
times better volumetric resolution than that of state-of-the-art preclin-
ical in vivo SPECT (250 μm, or 15.6 nl) [24].

Fig. 3 presents 0.2 mm thick slices of the uniform phantom images
reconstructed with three activity levels and line profiles extracted
from these slices at the positions indicatedwith yellow lines. The unifor-
mitywas1.31%, 2.33%, and 3.01% for 100%, 50%, and 20% activity, respec-
tively. The line profiles show that the reconstructed image intensity
changes linearly as the activity varies, which shows the relative quanti-
fication result with this scanner.

3.2. Mouse knee joint scan

[99mTc]MDP labels sites of active bone turnover – the continuing
process of bone resorption and formation taking place at a low
Fig. 5. [123I]NaI scan of themouse thyroidwith 10.25MBq activity injected intravenously and a s
(b) Selected coronal and axial slices through the thyroid. Slice thickness was 0.2 mm.
physiological level. Fig. 4 shows three cross-sections of EXIRAD-3D
SPECT and CT as well as the fused SPECT/CT through the mouse knee
joint with [99mTc]MDP. Tiny details of bone turnover on many struc-
tures in the knee joint are visualized on the SPECT image, and the
fused SPECT/CT image shows an excellent correlation of the [99mTc]
MDP distribution to the anatomical microstructures on the CT image.
Compared to in vivo bone knee scans with state-of-the-art 250-
micron-resolution in vivo SPECT [24], much more detail was visible
with EXIRAD-3D. For example, the tiny activity distribution near the
epicondylus lateralis of the knee joint (see the arrow in Fig. 4) is clearly
visualized with EXIRAD-3D while it is much more blurred with in vivo
SPECT.
3.3. Mouse thyroid scan

Fig. 5a presents 3D views of the thyroid gland imaged using [123I]NaI,
and Fig. 5b shows coronal and axial slices through the thyroid. The two
thyroid lobes are nicely visualized including the thin isthmus (also hav-
ing iodine uptake) connecting the two lobes inferiorly and medially. As
measured on the reconstructed image, each lobe is approximately
2.5 mm long, 1.3 mm wide, and 0.6 mm deep, and the isthmus is
about 0.3 mm thin. The indents seen on the medial aspect of the two
lobes as indicated in Fig. 5a (superior view) are corresponding to the
thyroid part that wraps around the trachea near the base of the laryn-
geal cartilages. These anatomical details of the thyroid gland are in
good agreement with the mouse atlas in [36].
can time of 11 h. (a) 3D anterior, posterior, and superior views of the reconstructed thyroid.



Fig. 6. [99mTc]DMSA scan of the mouse kidney with 75 MBq activity injected intravenously and a scan time of 11 h. Slice thickness was 0.2 mm.
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3.4. Mouse kidney scan

Fig. 6 shows slices through the [99mTc]DMSA kidney image obtained
ex vivo using EXIRAD-3D. As anticipated, the [99mTc]DMSA tracer
distribution is revealed in the renal cortex but not in the medullar cav-
ity. Some structures on the renal cortex (higher-uptake areas), which
are believed to be corresponding to the parts of nephrons, are also visu-
alized. The small amount of activity seen outside the kidney at the bot-
tom of the image is probably because of the tissue handling process in
which activity on the tools may end up in the Tissue-Tek compound
when placing the sample into the holder.

4. Discussion

We presented a fast automated three-dimensional autoradiography
technique capable of imaging radiolabeledmolecule distributions in tis-
sue samples at a resolution of 120 μm. This technique is enabled using a
specialized focusing multi-pinhole collimator mounted on a U-SPECT/
CT system and a built-in cryo-cooling unit. Because of the close distance
between the pinholes and the tissue volume and large pinhole magnifi-
cation factors, high-resolution 3D images can be obtained. Furthermore,
as described in the Method section, EXIRAD-3D has some other signifi-
cant adaptations compared to U-SPECT/CTwhich together translate into
substantial improvement in image quality: (i) a novel specialized cryo-
cooling unit to keep tissue frozen during the scan that has not been used
in any prior preclinical SPECT system, (ii) amore precise robotic arm for
accurate tissue and point source placement, and (iii) a considerable ef-
fort invested in system calibration to address the challenge posed by
the small point source size.

With EXIRAD-3D, the imaging volume can be easily adjusted using a
patented acquisition interface andahighly focused scan is accomplishable
[31]. Since a more focused scan means that more counts can be acquired
from the volume of interest in a given time that benefits the image
quality,we recommend using EXIRAD-3D in the highest possible focusing
mode. In other words, the selected scan volume should be set just large
enough to cover the tissue sample. The system resolution can be possibly
improved for higher-energy isotopes by employing pinhole inserts made
of a material with higher photon-stopping power than tungsten such as
gold or gold‑platinum alloy, as previously studied in [28]. In addition, ex-
tending the scan time could enhance the image quality even further, pro-
vided of course that the isotope's half-life is sufficiently long. This is
practical as in such long scans, the tissue is kept frozen to immobilize
the activity distribution, and thus scans can be done overnight without
an operator present.

In this work, we have presented quantitative results showing that
the reconstructed activity scales linearly with the real activity on the
phantom. In order to obtain absolute quantification (i.e. the activity con-
centration in terms ofMBq/ml) themethod presented in [37] can be ap-
plied for ex vivo scans in the same way as for in vivo scans with our
systems. In this case, the reconstructed image is simply scaled by a cal-
ibration coefficient defined as the ratio of the activity concentration to
the voxel value in reconstructed images, which is obtained by scanning
a point source with known activity of a studied isotope and then apply-
ing it to all scans done with that isotope and the same system settings.

Despite the listed limitations of traditional autoradiography, it is cur-
rently still common practice when a very high resolution at the cellular
level is desired. Besides, traditional autoradiography can also image
pure alpha- and beta-emitters while this is not an option with the cur-
rent EXIRAD-3D that is only designed for imaging gamma-emitters.
However, EXIRAD-3D (with 1.7 nl volumetric resolution) has reached
the resolution range of autoradiography (from 0.01 pl to several nl,
[38]), and it can, for a subset of these studies, be a good alternative for
traditional autoradiography, in particular as an option on a U-SPECT/
CT or a VECTor/CT imaging system that facilitates longitudinal studies
on the same animal, and provides a direct link between in vivo and
ex vivo datasets. The increase in resolution and user convenience are
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achieved with little additional effort instead of going through the com-
plicated tissue sectioning process with completely different autoradiog-
raphy laboratory equipment.With EXIRAD-3D, the only additions to the
common in vivo workflow are dissection of the organs and snap-
freezing them. The latter takes less than 10 min for e.g. the thyroid.
The complexity of tissue dissection depends on the studied tissue, but
it is much less labor intensive than performing traditional autoradiogra-
phy in 3D.

5. Conclusion

This paper characterized the performance of EXIRAD-3D as a new
technique for autoradiography. Phantom scans demonstrated 120 μm
spatial resolution, and ex vivomouse tissue scans visualized tiny details
of the mouse knee joint, thyroid, and kidney. The acquired 3D autora-
diographs can be perfectly overlaid with ultra-high resolution CT im-
ages and directly linked to the in vivo results obtained in a multi-
modal acquisitionwith the sameplatform, e.g. after a longitudinal imag-
ing study.
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